NAIC/NRAO School on Single Dish Radio Astronomy 
ASP Conference Series, Vol. , 2001 
Salter, et al. 



Single Dish Calibration Techniques at Radio Wavelengths 



K. O'Neil 

NAIC/Arecibo Observatory, HC3 Box 53995, Arecibo, PR 00612; 
koneil@naic. edu 

Abstract. Calibrating telescope data is one of the most important is- 
sues an observer faces. In this chapter we describe a number of the 
methods which are commonly used to calibrate radio telescope data in 
the centimeter wavelength regime. This includes a discussion of the var- 
ious methods often used in determining the temperature and gain of a 
telescope, as well as some of the more common difficulties which can be 
encountered. 



1. Introduction — The Importance of Calibration 

As you likely know, every telescope is unique. One result of the uniqueness of 
individual telescopes is the difficulty of directly comparing measurements from 
one telescope with those from another. That is, Telescope A may record 280 
counts for the peak of a given spectral line, while Telescope B may record only 
100 counts. This is further complicated by the fact that even measurements 
taken on a given telescope, at a given frequency, can change over time. These 
changes can be the result of changes in, e.g. the telescope system temperature, 
the telescope response, and/or the atmospheric conditions. This means that even 
if you only observe your object with Telescope A, but measure it repeatedly over 
a year, you may discover that your object's peak count varies from 280 one day 
to 250 or 300 on another day, and so forth. You then need to understand whether 
the source emission is truly varying with time or if the differences are due to 
changes within the telescope and equipment. 

In order to compare measurements between two telescopes, or even between 
one telescope taken at different times, we need a universal measurement system. 
That is, we need to be able to state that 280 counts from Telescope A is equiv- 
alent to X counts from Telescope B or equivalent to Y counts from Telescope 
A at a different epoch. This is the process of data (or telescope) calibration, 
and the rest of this chapter will be devoted to presenting the various methods 
available, both observationally and theoretically, to calibrate data. 



2. A Brief Review 

At this point it is useful to go over the more important equations and concepts 
that are used in the calibration process. All of these topics are also covered in 
other chapters, where more detailed discussions can be found. 
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2.1. The Rayleigh- Jeans Approximation 

Recall that the Planck Law for blackbody radiation is 

2hz/ 3 1 

e hu/kT _ i W 

where B is the brightness (specific intensity) measured in W/m 2 /Hz/rad 2 (or 
Jy/rad 2 ); h is Planck's constant (6.63 xl0~ 34 Js); v is the frequency in Hz; k is 
Boltzman's constant (1.38xl0 -23 J/K); and T is the temperature, in K. In the 
centimeter wavelength regime, it is often true that hu <C kT. In this case, you 
can use the Taylor Series to expand e hu l kT — 1. This provides the Rayleigh- Jeans 
approximation for blackbody radiation at radio wavelengths: 

2kTzv 2 2kT 

B = — = — ■ < 2 > 

For a discrete radio source of temperature T and subtending a solid angle f2 5 
the source flux density (S) in the Rayleigh-Jeans limit is obtained by integrating 
over the source solid angle: 



2k r 

S = A 2 " L T ( 9 '® dn - ( 3 ) 



2k 

If the brightness temperature of the source is uniform across Qs, this reduces to 

2kT 



Q s . (4) 



A 2 

2.2. Antenna Temperature 

The antenna temperature (Ta) can be defined as the temperature of the antenna 
radiation resistance. That is, let the telescope observe a point source (i.e. a 
source which is considerably smaller than the beam size) which has a flux density 
S. Then, replace the feed of the telescope with a matched resistor (or load). If 
you now adjust the temperature of the resistor until the power received is the 
same as it was for the point source (observed with the antenna or feed horn) , the 
antenna temperature is equal to the resistor temperature. That is, the measured 
spectral power is simply w=YTa- 

If absorbing matter is present, or the source does not completely fill the 
beam, the measured antenna temperature will be less than the source tempera- 
ture. In this case you will measure an antenna temperature T^ and you have 

w = kT A (5) 

2kT A 2kT A 
S = -^a = — (6) 

w = ^A e S . (7) 

Here, A e is the effective aperture of the antenna, and £Ia is the solid angle of the 
telescope power pattern. Recall that the antenna theorem gives A e Qa = A 2 or, 



Single Dish Calibration Techniques at Radio Wavelengths 



3 



if ohmic losses are considered, A e Q,A = £r =; A 2 , where e r is the fractional power 
transmission of the antenna, typically close to unity. (See the the chapters by, 
i.e. Hagen or Goldsmith for further derivation of this quantity.) 
In practice, the antenna temperature is given by 

T A = / / T sourcc (M)P n (M)dft = fj-J J T S ourcc(M)Pn(M)dtt. (8) 

Here Qa is again the antenna solid angle and P n (0,(f)) is the antenna power 
pattern (normalized to unity at maximum). If the source is a true "point source" , 
i.e. it is small compared to the beam size, P n {6,4>) ~ 1 over the source solid 
angle and 

Ta ~ f^A / In Tsourccd ^ = €R Tavg ^ 

where T avg is the brightness temperature averaged over the source. If, on the 
other hand, the source is large compared to the beam size and has a constant 
brightness temperature T const , the antenna temperature is 

T A = / / P n (f,*)dfi = %^e r . (10) 

i I A J J source ' 'A 

Here, Q' b is the solid angle subtended by both the main beam and the side lobes 
falling on the source. (Note that if the source just fills the main beam, Q' b = 
main beam solid angle.) Finally, if the source fills the sky (^5 3> beam 
size), Ta = e r T const . 

2.3. Minimum Detectable Temperature and Flux Density 

The minimum detectable antenna temperature is set by the fluctuations in the 
receiver output caused by the system noise. As has been discussed in other 
chapters, this noise is directly proportional to the system temperature (T sys ). 
T sys can be broken down into three parts for analysis - the antenna contribution 
(T^), the receiver contribution (Tr), and the power loss between the two. More 
specifically, the system temperature can be written as 

T sys = T A + T LP [1/e - 1] + (1/e) T R (11) 

where T^p is the physical temperature of the transmission line between the 
antenna and the receiver, and e is the efficiency of the transmission (0 < e < 1). 
The sensitivity of a radio telescope is then equal to the rms noise fluctuations 
of the system: 

AT rms = 4f==- ( 12 ) 
VAu t n 

Here, K$ is the sensitivity constant of the telescope (dimensionless and of order 
unity), Av is the pre-detection bandwidth (in Hz), t is the integration time for 
one record (in s), and n is the number of records averaged (dimensionless). The 
minimum detectable temperature is typically considered to be 3-5 times the rms 
noise temperature (e.g. AT m i n = 3T rms ). 
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Figure 1. System temperature for the Green Bank Telescope as mea- 
sured at 2 GHz on 21-22 March, 2001. (From Ghigo, Maddalena, 
Balser, & Langston 2001.) 



The minimum detectable temperature can be converted to a minimum 
brightness or flux density by applying the Ray leigh- Jeans approximation (Equa- 
tions | andg): 

2k K S T SVS . v 

AB rms = - ° sys 13 
X z VAv t n 

AS rms = £ *f%= . (14) 
A c VAz/ t n 



3. System Temperature 

System temperature, for the purpose of this chapter, will be defined by breaking 
it into two parts: 

T sys (a, 5, az, za) = T or r(a, 5, az, za) + T source (a, 5, az, za) (15) 

where a, 5, az, za are the source right ascension, source declination, and telescope 
position in azimuth and zenith angle, respectively. The "off source" temperature 
is simply the temperature measured if the telescope were pointed at a nearby 
region of blank sky: 

T ff(a,5, az,za) = T RX + T gr (za,az) + T atm (za) + T C mb + T B G(a,<5) . (16) 

Trx is the receiver temperature; T gr the temperature contributed from the 
ground; T atm the contribution from the atmosphere; Tcmb the contribution from 
the cosmic microwave background; and Tbg the contribution from background 
and foreground celestial sources, including Galactic emission. 

Theoretically, the system temperature of a telescope changes with telescope 
elevation due to atmospheric emission following: 

T atm = T (l - e" rA ) , (17) 

where r is the atmospheric opacity at zenith and A is related to the zenith angle 
at which the telescope is pointing (A = sec(za)). A well-built telescope with 
an unblocked (or partially blocked) aperture and a raised, movable dish can 
come close to achieving this theoretical model (Figure 1). In reality, though, 
a number of factors must be added to this theoretical model. In particular, 
most telescopes experience temperature changes due to changes in the ground 
radiation with elevation, reflection of radiation (both atmospheric and celestial) 
off the telescope structure, and changes in the system itself. 

In practice, the source temperature can be separated from the system tem- 
perature by making two observations - one which includes the source in the 
beam (the ON), and one which does not (the OFF). The source temperature is 
then just: 

Tsource = TqN — TqFF (18) 
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Figure 2. Schematic drawing of the noise diode injection into a re- 
ceiver system. This schematic is modeled after the L-Narrow receiver 
system at Arecibo Observatory. 
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(19) 



T Sc 
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T ff 



(20) 



where Ton and Toff are the power measurements for the two celestial positions. 

At this point it should be clear that one of the most important measure- 
ments to be made in order to understand, and calibrate, your data is the mea- 
surement of system temperature. In the regime of centimeter wavelength as- 
tronomy there are two techniques commonly used to make this determination. 
These will be discussed in the next section. 



3.1. Switched Noise Diode 

The first technique for measuring system temperature uses a "switched noise 
diode" . With this method, a noise diode with known effective temperature at the 
desired frequency is coupled to the telescope system (Figure 2). The telescope 
is then pointed to the blank sky and two measurements are made - one with the 
diode turned on (ONqal) and one with the diode turned off (OFFcal)- These 
measurements are then used to determine the off-source system temperature, 
T ff- 

The basis behind the switched noise diode technique is quite simple. The 
ONcal measurement is simply the sum of the system temperature plus the 
effective temperature of the diode, while the OFFqal observation, in theory, 
measures only the system temperature. The system temperature can then be 
derived by comparing the temperature of the noise diode, measured as a fraction 
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of the system temperature, with the known temperature of the noise diode. In 
other words, system temperature is 

Tog = OFF CAL 

Teal ON CAL - OFF CAL 1 j 

Toff(K) = ON CA 7-OFF CAL X ^ 1- ™ 

Although in theory switched noise diodes provide an excellent tool for mea- 
suring the system temperature, in practice a number of difficulties exist which 
limit the accuracy of the noise diode method. The first complication is that the 
effective temperatures of most diodes have a frequency dependence. This is not 
an overwhelming complication, as one can either obtain temperature measure- 
ments at a variety of frequencies or use some other multi-frequency calibration 
methods (i.e. van Zee, et al. 1997). It is merely an added issue to be aware of 
when determining or applying noise diode measurements to your data. 

A second issue to consider when using noise diodes to determine the system 
temperature is the time stability of the diodes. A good (well-built) noise diode, 
in a well controlled environment, should remain stable for a number of years. 
Yet the performance of a diode should be checked by frequent (bi-annual or 
more often) measurements of the diode response across the frequency band of 
interest, to insure that the diode is performing according to its specifications. 

The final issue to consider when using the noise diode system is the accu- 
racy of the measurement of the noise diode response. This is a non-trivial issue, 
as noise diode measurements are typically determined through bootstrapping 
off another ('standard') noise diode, which is believed to have a well-known, 
accurately measured value. Noise diode measurements therefore start off with 
an initial error from the measurement of the standard diode. As all other mea- 
surements are done through bootstrapping off the first diode measurement, this 
initial error is then propagated throughout all measurements. Added to the ini- 
tial measurement errors are, of course, the errors inherent in the measurement 
process itself. Finally, it should be remembered that the initial noise diode mea- 
surements (that is, the measurements coming from the standard diode compar- 
ison) are not temperature measurements, but instead most be converted from, 
i.e. a voltage measurement, and in that process yet more error is introduced. 

In sum, the errors introduced just by the measurements of the noise diode 
value are: 

"total ^/""freq. dependence ^stability ^measured value ^conversion error (^) 

where 



""measure value — \j ""standard cal + ^instrumental error + °ioss uncertainties (^4) 

In spite of these difficulties, though, noise diodes can give a fairly accurate 
indication of a telescope's system temperature, often to within 2% or less. 

Note - System temperature is often measured at telescopes using a method 
known as the "Y- Factor" method. This method employs two diodes (or similar 
sources) of known effective temperatures and does not include any effects of the 
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antenna. If diode one has a known effective temperature Ti and diode two has 
a known effective temperature T2, the ratio of the measured power of the two 
diodes will be 

Y = Tl + Toff (25) 
T 2 + T off K J 

where recall T Q g for these purposes is the system temperature without any effect 
of the antenna. This ratio (the Y-Factor) can then be used to obtain T Q fj via 

Ti -YT 2 , . 

T off = y _ 1 • (26) 

3.2. Hot & Cold Loads 

Another method for obtaining the system temperature is through the use of hot 
and cold loads. A cold load is typically an absorbing system placed inside some 
gas or liquid at a known temperature (often liquid Nitrogen). This load is then 
placed over, or otherwise coupled with, the receiver of choice, and the power level 
is measured. The hot load is often a similar measurement of a load at ambient 
temperature. Alternatively, the 'cold' load can be a blank sky measurement and 
the hot load can be a measurement of a load placed inside a liquid of known 
temperature. These measurements can then be used in the same fashion as a 
noise diode to obtain the system temperature. 

Measuring the system temperature using hot and cold loads can be consid- 
erably more reliable than the noise diode method. The primary reasons for the 
superiority of the hot/cold load method are that the temperature of the loads 
can be measured directly, and the measurements are all temperature measure- 
ments - no conversions are necessary. However, the hot/cold load system is 
not used at most centimeter wavelength radio telescope as building loads large 
enough to encompass a A > 5-6 cm feed, and which have the easy availability 
necessary for on-the-fly measurements is highly impractical. As a result, the 
use of hot/cold loads to measure system temperature on-the-fly is generally re- 
stricted to the A < 5-6 cm regime. In the A > 5-6 cm regime, hot/cold loads 
are often used to check the noise diode measurements from the switched noise 
diode technique (and can be used in place of a standard diode for calibration, 
as is the case at the Green Bank Telescope). A more detailed discussion of this, 
and similar, calibration methods at short wavelengths is given elsewhere in this 
book. 



Off-Source Observations 



In Section 3 we showed that the temperature of the object of interest can be 
found by measuring the system temperature and using that measurement in 
combination with a blank-sky measurement of T sys , to calibrate the observa- 
tions. That is equation 20 gave: 

Ton — Tqff 



T„ 



5 (K) 



Tqff 



T off (K) 



(27) 



As Section 3 discussed the various means for determining the system tempera- 
ture, the next step is to determine the best method for obtaining an appropriate 
off-source, or blank sky, observation. 
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Figure 3. Examples showing successful fitting of a flat baseline to an 
observation (left), and an observation in which baseline fitting is not a 
viable option (right - courtesy of C. Conselice). Both images include 
the spectral line of interest and a number of 'blank' channels. 



4.1. Baseline Fitting 

Baseline fitting to just the on-source records is potentially the simplest and most 
efficient of the methods for obtaining blank sky information for spectroscopic 
observations. The idea is straightforward - a baseline is fit to those spectral 
regions of an observation which are known to contain no signal from the object 
of interest. This baseline is then treated as the off source (blank sky) observation 
(Figure 3a). 

Although this procedure is extremely efficient, it has several drawbacks. 
In particular, it is not a feasible option if the spectral line of interest is large 
compared to the bandpass (that is, if there are too few channels from which to 
fit a reasonable baseline), or if there is are standing waves present which have a 
frequency higher than, or of order of, the bandpass of interest. Additionally, if 
the baseline is not reasonably flat for any reason this option should not be used, 
as a poor fit can artificially add or subtract considerable emission to the line of 
interest (Figure 3b). 

Errors induced from the baseline fitting method come primarily from the 
quality of fit. 



4.2. Frequency Switching 

The frequency switching technique obtains blank sky information by keeping the 
telescope pointed at the object of interest, but switching the center frequency 
of the measurements (changing the frequency of the first local oscillator). As 
this mode of observing does not require any movement of the telescope, it can 
be done very quickly and efficiently. When the data from the two settings are 
subtracted, the quasi-stationary effects introduced into the data after the first 
mixer, such as spectral ripples, are cancelled. Additionally, if the frequency is 
shifted such that the frequency range of interest remains within the bandpass, 
but does not overlap its original "unswitched" range, frequency switching can 
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Figure 4. Data taken in frequency switching mode. The center line 
denotes the separation between the two images. Here the x-axis is 
channels and the y-axis in raw counts. As the spectral line of inter- 
est is available in both images, it would be possible to fold the data 
back together to achieve a higher signal to noise (and better observing 
efficiency) . 

be made extremely efficient (Figure 4). Liszt (1997) describes a deconvolution 
method for the case in which the two ranges do overlap. 

Frequency switching has a number of advantages over the baseline fitting 
method. First, frequency switching reduces the chance of error induced though 
poor fits to the baselines in the regions of interest. Second, frequency switching 
can allow for higher resolution spectra as considerable bandpass does not need 
to be 'wasted' to accommodate a large number of blank channels, as is typically 
necessary for baseline fitting. Finally, because frequency switching can occur at 
a very rapid rate (on the order of a second, or less), frequency switching can 
cancel any post-mixer variations on this, or longer, time scales. 

The disadvantages to frequency switching at centimeter wavelengths are 
few. The primary difficulties are that (a) the redshift of the line of interest 
must be accurately known a priori; (b) the system must be stable enough that 
the baselines of the primary observation and the frequency switched observation 
are virtually identical; and (c) as with baseline fitting, if there are significant 
standing waves in the baseline due to reflections off the telescope structure for 
a partially blocked aperture or the presence of strong continuum source within 
the beam, frequency switching may be unable to eliminate the standing pattern 
(provided, of course, the characteristic frequency is not considerably wider than 
the frequency shift). 

4.3. Position Switching 

Position switching involves observing the object of interest for a fixed period of 
time, and then moving the telescope to a blank sky region to obtain the blank 
sky observations necessary for baseline subtraction. Although costly in terms 
of telescope time, this observing method has the advantages that no a priori 
information (other than position and a redshift known well enough that the line 
of interest will lie within the spectrometer bandpass) need to be known about 
the object and continuum emission within the beam can be less of a problem 
(although see Section 4.4, below). 

There are a number of issues to consider when deciding to use position 
switching. The first consideration is the time stability of the telescope and 
baselines. As position switching typically requires re-pointing the telescope, it 
is not feasible to switch between the on-source and blank-sky observations at a 
rapid rate (although see the sections on wobbler switching and chopper wheel 
techniques in the chapter by Jewell). This means the telescope baselines must 
remain stable over a reasonable period of time, where this period of time is 
defined by the amount of time it takes to observe both the on and off-source 
positions. (That is, if five minute on- and off-source observations are being 
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taken, with one minute between the observations, the baselines must be stable 
for at least 11-12 minutes, if not considerably longer.) 

A second issue which needs to be considered when performing position 
switched observations is the dish illumination and aperture blockage. If the same 
portion of the dish is not illuminated during the on- and off-source observations, 
large differences in the baselines can be present. This is particularly true if 
there are significant standing waves in the baseline due to a partially blocked 
aperture. These difficulties are extreme for a telescope like the Arecibo 305- 
m which has a fixed primarily reflector. In this case, observations of different 
sky positions may not only illuminate different areas of the reflector but can 
also have markedly different contributions from reflections off the ground and 
telescope structure. In this case it is prudent to obtain the off-source observation 
by tracking a blank sky region chosen such that the illumination pattern of the 
feed tracks across the same part of the primary reflector as for the on-source 
observation. In this case, if a five minute on-source observation of an object 
was taken, starting when the object was at an Azimuth of 283°and Zenith angle 
of 13°, the off-source observation should also last for five minutes and start at 
AZ , ZA = (283°, 13°). Although this method is time consuming, it can offer 
considerably flatter the baselines and therefore a considerable reduction in the 
spectral deviations introduced by the system. 

The final issue to consider with position switching is that, if the size of 
the source is considerably more extended in angular distance than the difference 
between the on and off-source sky positions (as is the case for the ubiquitous 
Galactic HI), position switching becomes an impractical option. In these cases 
other alternatives such as frequency switching, baseline fitting, etc. must be 
considered. 

4.4. Variations 

To get around some of the difficulties inherent in the above 'standard' procedures 
for obtaining off-source observations, a number of variations of these methods 
have been (and are constantly being) devised. In this section we enumerate a 
few of these methods which have proven to be useful. 

Baseline Fitting with an Average Fit One method for reducing random noise 
which can cause difficulties when fitting a function to the baselines (Section 
4.1) is to average, or median average, all the observations together and use 
that average to determine the baseline fit for the data. This has the advantage 
of providing a fairly accurate baseline, but at the expense of losing detailed 
information which may be important in individual fits, particularly if the time 
over which the average is taken is longer than the stability time of the telescope 
system. 

Position Switching on an Extended Source As was mentioned in Section 4.3, 
the position switching method is not easily applied when observing a source 
which is extended when compared with the offset distance between the on-source 
and off-source observations. Although frequency switching is typically the pre- 
ferred observing method in these cases, occasionally it is not a viable option. In 
these cases, an alternative observing method must be considered. One option 
which can be used when mapping an extended, but finite, source is to extend the 
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Figure 5. Diagram showing the off-source regions typically used to 
obtain blank sky information, using position switching, for an extended 
source. 

map beyond the edges of the source. The desired blank sky information is then 
obtained by averaging the off-source observations or by fitting baselines across 
the map using the off-source observations (Figure 5). 

If the telescope being used does not have a constant telescope illumination 
as it points to different sky positions, such as is the case for the Arecibo 305-m 
telescope, it is often useful to use only those observations at a given Right As- 
cension (if the map is stepping in Declination - at a given Declination otherwise) 
to obtain the best blank sky information. Even flatter baselines can be obtained 
in this case through drift-scan mapping, as in this method the off- and on-source 
observations are taken at the same (az,za). 

Position Switching in the Presence of Continuum Emission When position 
switching is attempted on a source with considerable continuum emission (T source 
is a significant fraction of the value of T sys ), a markedly different standing wave 
amplitude can be observed in the baselines between the on- and off-source obser- 
vations. As a result, the components of the standing wave pattern produced by 
the strong continuum emitter is not cancelled by the off-source observation. This 
problem is particularly noticeable in telescopes with partially blocked apertures 
and which have significant standing waves even in the blank sky observations. 

One method for dealing with this problem is to observe another continuum 
source, of similar strength to the object of interest, and then to divide the 
source difference (ON — OFF) spectrum by the reference difference spectrum to 
eliminate the residual standing waves. The result is a spectrum with a magnitude 
proportional to the ratio of the target and reference flux densities, and includes 
any spectral-line component (emission or absorption) that may be present in the 
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Figure 6. The average of three typical observing cycles with a strong 
continuum source; (A) is for the standard position switching technique, 
(B) is double position switching by dividing the [ON - OFF] /OFF of 
the source with that of the reference spectra, and (C) is double posi- 
tion switching using the double position switching method discussed in 
Section 4.4. (Figure from Salter & Ghosh 2001.) 



target: 



R 



(ON(i/) - OFF(i/)) 



sourcel 



(ONH - OFF(^)) sourcc2 
In this case, the rms noise on the observed ratio is: 



(28) 



ct(R) 



y^R 



SEFD 2 S1QN 



SEFD 2 S1QFF 



(SEFD S i,on - SEFD S i,off)' 2 



SEFD% 



SEFD S2,OFF 



(SEFD S2 ,on - SEFD S2 ,off) 2 



1/2 



(29) 



where Si and S2 are continuum source one and two, respectively, and SEFD is 
the system equivalent flux density of the telescope, which is equal to the system 
temperature divided by the telescope gain at the frequency of interest. This 
method has been carefully tested at Arecibo Observatory, where the unique de- 
sign of the 305-m telescope makes eliminating standing waves from the baselines 
a challenge. The results show that, although this method of 'double position 
switching' and obtaining the ratio of target flux densities initially increases the 
rms noise when comp ared to standard position switched observations, the noise 
decreases as 1/ V time with continued observation, while the noise of the standard 
position switched observations ceases to decrease after only four observation cy- 
cles have been averaged (Figure 6). Further information on this method can be 
found in Salter & Ghosh (2001), and references therein. 



5. Flux Density Conversion 



At this point we have discussed both steps necessary for converting observed 
(raw) data into units of antenna temperature. Although this is a significant 
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step towards making data comparable between telescopes, it is not the complete 
picture. The reason for this is that every telescope has a different response, or 
gain. To complicate matters further, individual telescopes also have different 
gains at different frequencies or even different elevation angles. As a result, the 
temperature of a source must be converted from observed antenna temperature 
to a gain-corrected measurement. In radio astronomy this final, gain-corrected 
measurement is typically in units of flux density per beam or main beam bright- 
ness. Main beam brightness is simply the temperature measurement corrected 
for telescope efficiency (Tmb = ^beamT meaS urcd)- As defined in Section 2, flux 
density per beam, on the other hand, is the integral of the source brightness 
over the telescope beam 

2k jjT(e^) p n (M) dn 

a 2 j7P n (0,#dn [dU) 

The unit of flux density is W m~ 2 Hz -1 , or Janskies (Jy) (1 Jy = 1CT 22 W m~ 2 
Hz" 1 ). 

As flux density per beam is the commonly used brightness units for most 
centimeter wavelength radio astronomy, the rest of the discussion in this section 
will concentrate on calibrating data into flux density units. If conversion into 
main beam brightness is instead desired, the overall methods are the same. 

5.1. The Ideal Telescope 

In an ideal telescope - one with a completely unblocked aperture, no ground 
reflection, lossless instrumentation, cables, etc., and a transparent atmosphere 
- the telescope gain can readily be theoretically modeled. Even in the case of 
a fairly simple and well understood system with minimum aperture blockage, 
an accurate theoretical prediction of the telescope's gain can be obtained. (See, 
e.g. the discussions by Lockman and Condon in this book). 

As discussed by both Condon and Salter (this book), if a telescope's re- 
sponse can be well modeled, the telescope can be used to obtain absolute flux 
densities of continuum sources. Then, if the absolute flux densities of a reason- 
able number of continuum sources are determined at a variety of frequencies, 
monitored, and recorded, a catalog of 'standard' continuum sources can be de- 
veloped. These sources can then be used to monitor telescope performance and 
look for any degradation in the telescope gain due to deterioration in the system 
components, distortion of the reflector shape, etc. 

5.2. Bootstrapping 

For many telescopes, determining a telescope's gain theoretically is extremely 
complicated due to considerable or irregular blockage of the aperture, uncertain 
losses in the cabling or electronics, uneven reflection from the ground, etc. In 
these cases, rather than relying upon what could be fairly inaccurate models of 
the telescope gain, it is often good to take advantage of pre-existing catalogs 
of standard continuum source flux densities and "bootstrap" off those values to 
determine the gain of the telescope of interest. 

When choosing which sources to observe from source catalogs, a few issues 
should be considered. First, the size of the chosen source should be small when 
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compared with the size of telescope beam. If the source is of significant size when 
compared to the beam (a diameter more than ~4/10 the telescope beam at the 
frequency of interest), issues such as the detailed beam pattern and potential 
spillover of the source onto the ground need be considered. These problems can 
be eliminated by insuring that the source is essentially point-like when compared 
to the beam. 

The second item to consider when choosing a source for telescope gain 
calibration is that the source should be strong enough to supply a fairly high 
signal-to-noise ratio but not so strong as to cause difficulties with baseline ripples 
or the telescope's dynamic range. 

Finally, a good calibrator source should have a non-variable flux density 
which has been well determined at the frequency of interest. For a well de- 
fined telescope, errors in the previously determined flux density measurements 
typically dominate all other errors inherent in determining a telescope's gain 
using the bootstrap technique. This means that reducing the errors in the pre- 
determined flux density values results in an essentially linear reduction in the 
errors in the telescope gain determination. One of the results of this is that the 
error in determining of a telescope's gain (when obtained through bootstrap- 
ping) can be greatly reduced by observing a number of sources at a range of 
positions in the sky. 

The primary difficulty with using the bootstrap technique to determine 
telescope gain is that if a telescope's gain changes significantly at different sky 
positions, or if the telescope's beam illumination or aperture blockage changes 
as the telescope points to different azimuth and/or zenith angles, it can readily 
become impractical for an observer to continuously monitor the telescope gain. It 
may take more time to determine the gain than to obtain the desired observations 
of the observer's source. In this case, the observer often needs to rely on a 
telescope's pre-determined standard gain curves. 

5.3. Gain Curves 

When not available through theoretical models, gain curves are obtained by 
observing a large number of standard flux density calibrators located across a 
telescope's visible sky region at frequencies which range across the telescope's 
usable bandwidth. Gain curves can be extremely useful if a telescope's response 
is fairly stable over time and the gain of a telescope varies across the sky. 

A telescope with an evenly illuminated reflector typically has a gain curve 
which varies with telescope zenith angle in a fairly predictable manner (Figure 
7). Telescope gains can, though, become fairly complicated as aperture blockage 
is increased, the illuminated portion of the main reflector changes (as is the 
case with the Arecibo telescope), and the contribution from ground reflection 
changes. In this case it is possible to obtain gain curves which vary as the 
telescope moves in azimuth as well as zenith angle (Figure 8). 

Although the existence of pre-determined gain curves can save the observer 
a considerable amount of telescope time, gain curves should never be blindly 
accepted. Instead, a circumspect observer should recognize that although the 
shape of a telescope's gain curve should remain relatively constant, a scaling of 
the curve may be necessary in the case of poor telescope focus, pointing offsets, 
or degradation in the feed, electronics, cabling, etc. As a result, it is always 
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Curve is fit to atmospheric attenuation: 
Gain = 2.1 * cxp( -tau / sin(el) ) 
(optical depth tau = 0.012) 
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Figure 7. Gain curve for the Green Bank Telescope. (From Ghigo, 
et al. 2001.) 
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Figure 8. Gain distribution for the Arecibo 305-m telescope. Here 
the both the length and angle of the arrow are proportional to the value 
of the gain, and the polar plot is in terms of zenith angle (radius) and 
azimuth angle (0). 
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Figure 9. Figure showing the results of (a) pointing errors and (b) 
focus errors on the measured flux of an object. 

useful to obtain observations of a number of flux-density standards at telescope 
positions near those of the objects of interest. These observations can then be 
used to check the telescope gain curve and, when necessary, to scale the curve 
accordingly. 



6. Other Issues 

There are a variety of other issues which can affect the gain and system tem- 
perature of a radio telescope. In this section we will describe the more common 
issues an observer might encounter. 

6.1. Pointing and Focus 

Poor pointing or axial focus of a telescope can result in a reduction of the 
telescope gain. The reason for this is that a typical telescope main beam pattern 
is Gaussian in nature (to a fairly low level). As a result, a relatively offset in 
pointing can result in a significant reduction of the telescope gain at the position 
of the object (Figure 9a). In this case the signal-to-noise and calibration of the 
the observation can suffer severely. In a similar manner, poor telescope focus 
will artificially diffuse an object so that less of the object falls onto the center 
of the beam where the telescope gain is at the highest (Figure 9b). Again this 
will result in a degradation in the object signal-to-noise ratio. 

The method for checking axial focus is telescope dependent. One reliable 
method for determining a telescope's pointing is by performing cross-scans across 
a strong, point-like continuum source with an accurately known position. If a 
telescope's pointing is accurate, the maxima of the scans will lie in the center of 
each cross scan. If the pointing is in error, an offset between the center of the 
cross scans and the peak intensity measured by the observation will be seen. In 
many cases, this offset can then be fed back into the telescope pointing model. 



Single Dish Calibration Techniques at Radio Wavelengths 



17 



6.2. Side Lobes 

Issues of side lobes in a telescope's beam pattern are discussed extensively else- 
where in this book. (See, e.g., the contribution by Lockman.) However, as the 
presence of side lobes can affect the calibration of an observation, it is worthy 
of a brief mention here. 

Because they can allow extraneous radiation to enter into an observation, 
the presence of side lobes in a telescope's response pattern can artificially in- 
crease the measured flux from a source. This can result both in inaccurate 
measurements of a source's flux density and, if a telescope's gain is determined 
through bootstrapping, can create avoidable errors in the telescope's gain deter- 
mination. As a result, an observer should be aware of the presence and extent 
of a telescope's side lobes at the frequency of interest. If possible, an observer 
should simply avoid observing any sky position where the side lobe contributions 
will cause unacceptable errors in the flux density measurements. When this is 
not possible (much of the time, particularly when mapping an extended source), 
the observer should attempt to use models of the side lobes and beam pattern 
to deconvolve the side lobe contributions from the desired spectrum. 

6.3. Coma & Astigmatism 

If a telescope's feed or secondary reflector is displaced or rotated from its prin- 
cipal axis it will cause asymmetries in the detailed telescope beam. If a sub- 
reflector is shifted perpendicular off the main reflector pointing error is 
generated. This is known as a comatic error. Astigmatism occurs due to defor- 
mations in the reflector(s) and results in irregularities (or lobes) on the beam 
pattern (Figure 10). As with side lobes, the presence of distortions in a telescope 
beam pattern can artificially increase the measured flux density of an extended 
source due to the addition of stray radiation, and decrease the flux density for 
a point source (due to decreased telescope efficiency). 

Figure 10. Beam response for the Arecibo 305-m telescope. The 
contours are labeled in units of percent peak intensity and are spaced 
by 0.4%. The dotted cross marks the position of intensity maximum. 
The asymmetry in the beam pattern at the left of the image is due in 
large part to the effects of the coma. (From Heiles, et.al 2001). 



7. Useful Resources 

In this section we list a few of the resources that are useful when calibrating 
radio astronomy data. 

• Baars, Genzel, Pauliny-Toth, & Witzel, 1977 A&A 61, 99 

• Baars 1973 IEEE Trans. Trans. Antenna & Propagation, AP-21, No. 4, 
pp. 461-474 

• Condon, et al. 1998, AJ, 115, 1693 
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• Kraus, Radio Astronomy 1986 (Ohio:Cygnus-Quasar Books) 

• Kuhr, Witzel, Pauliny-Toth, & Nauber, 1981 A&AS 45, 367 

• Northern VLA Sky Survey, online at http://www.cv.nrao.edu/NVSS 

• Ott, et al. 1994 A&A 284, 331 

• Tabara & Inoue 1980 A&AS 39, 379 
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